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Ametropia 
Compensation

Compensation of short- or far-sightedness. This can be done for each eye 
using the two individual eyepieces (range: +5 to -5 diopters). 

Working Distance Distance from the common main objective (CMO) to the object or area of 
interest. 

Color Temperature Refers to the color characteristic of a light source. Using color 
temperature, one can set the color of a light source to ‘warm’ or ‘cold’ 
light relative to the color of natural light. The unit of measure for color 
temperature is Kelvin (K).

Field of View Diameter The visible area of an object that can be seen through the microscope. 
The greater the magnification level, the smaller the field of view and vice 
versa. 

Green Filter A color filter that darkens red and blue light and brightens green light. This 
improves the contrast of an image with red tones, improving the visibility 
of blood vessels. 

Illumination Intensity Specifies the luminous flux from a light source onto a certain area. The 
unit of measure for illumination intensity is lux (lx). 

LED Light Emitting Diode. Electronic semiconductor device that emits light 
when an electrical current passes through it. 

Eyepiece The optical tubes through which the enlarged image produced by the      
microscope can be viewed. 

Convergent Beam Path The two light beams for the right and left eye run together at a point that 
lies at a distance from the common main objective (CMO). This distance is 
equal to the working distance. 

White Balance White balance is used to calibrate the camera to the color temperature of 
the light at the location. 

DSLR Camera (Digital single lens reflex) Camera with a digital imaging sensor.

CCD Camera (Charge-coupled device) Camera with a technology to store a charge and 
move this charge out of the photo sensor in an organized way.

CMOS Camera (Complementary Metal Oxide Semiconductor) Camera in which image 
sensor is a silicon chip that captures and reads light.

DBS (Double Beam Splitter) Splits light beam into two directions (one to eye 
and one to side port) for simultaneous user viewing and photography, 
videography, or co-observation. Ratio of light distribution is 70% for eyes 
and 30% to side ports for photography, videography, or co-observation.

Rotoplate The rotoplate reduces neck craning, making it comfortable to view hard-to-
see regions of the mouth from the 9 and 3 o’clock seated positions.

Double Iris Diaphragm 
Attachment

The double Iris diaphragm kit allows greater depth of field, which is 
particularly valuable for photography.

IPD Inter pupillary distance
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This product is warranted by Labotech Microscopes India Pvt. Ltd. against defective material and workmanship 
under normal use for a period of one year from the date of invoice to the original purchaser. (An authorized 
dealer shall not be considered an original purchaser). Under this warranty, Labotech Microscopes India Pvt. 
Ltd. sole obligation is to repair or replace the defective part or product at Labotech/LABOMED discretion.

This warranty applies to new products and does not apply to a product that has been tampered with, altered in 
any way, misused, damaged by accident or negligence, or which has had the serial number removed, altered, or 
effaced. Nor shall this warranty be extended to a product installed or operated in a manner not in accordance 
with the applicable LABOMED instruction manual, nor to a product which has been sold, serviced, installed, 
or repaired other than by a Labotech Microscopes India Pvt. Ltd. factory or authorized LABOMED Dealer.

Charts, cards, and other expendable items are not covered by this warranty.

All claims under this warranty must be in writing and directed to the LABOMED factory or the authorized 
instrument dealer making the original sale and must be accompanied by a copy of the purchaser’s invoice.

This warranty is in lieu of all other warranties implied or expressed. All implied warranties of merchantability or 
fitness for a particular use are hereby disclaimed. No representative or other person is authorized to make any 
other obligations for a LABOMED product. Labotech/LABOMED shall not be liable for any special, incidental, 
or consequent damages for any negligence, breach of warranty, strict liability, or any other damages resulting 
from or relating to design, manufacture, sale, use, or handling of the product.

PRODUCT CHANGES
Labotech Microscopes India Pvt. Ltd. reserves the right to make changes in design or to make additions to or 
improvements in its products without obligation to add such to products previously manufactured.

CLAIMS FOR SHORTAGES
We use extreme care in selection, checking, rechecking, and packing to eliminate the possibility of error. If any 
shipping errors are discovered:
1.	 Carefully go through the packing materials to be sure nothing was inadvertently overlooked when the unit 

was unpacked.
2.	 Call the dealer you purchased the product from and report the shortage. The materials are packed at the 

factory and none should be missing if the box has never been opened.
3.	 Claims must be filed within 30 days of purchase.

CLAIMS FOR DAMAGES IN TRANSIT
Our shipping responsibility ceases with the safe delivery in good condition to the transportation company. 
Claims for loss or damage in transit should be made promptly and directly to the transportation company.

If, upon delivery, the outside of the packing case shows evidence of rough handling or damage, the transportation 
company’s agent should be requested to make a “Received in Bad Order” notation on the delivery receipt. If 
within 48 hours of delivery, concealed damage is noted upon unpacking the shipment and no exterior evidence 
of rough handling is apparent, the transportation company should be requested to make out a “Bad Order” 
report. This procedure is necessary in order for the dealer to maintain the right of recovery from the carrier.
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Our policy is one of continuous development. Labo America, Inc., reserves the right to change design and specifications 
without prior notice.

Labo America Inc.
920 Auburn Court 
Fremont, CA 94538
U.S.A.

T 510 445 1257
F 510 445 1317
sales@laboamerica.com
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